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MODELING OF A COMPLEX OF SYSTEMS OF THE ORGANISM WHICHE ARE
ASSOCIATED WITH BLOOD CIRCULATION AND CARRYING OUT OF
PHYSIOLOGICAL EXPERIMENTS WITH THIS COMPLEX

L. A. Dartau

Modeling of wvarious physioclogical systems 1s extenslvely 1222*
used at the present time, for study of the operation of these
systems, both statically and dynamlcally. The majority of models
describe the activity of individual, isclated systems and study
their behavior, under one set of values of input quantities and
independent variables or another affecting the nature of operation
of the system. Such models hardly include all the models des-
cribed in works [1-3]. 4s a rule, in creating simllar models,
they are based on the fact that a given system 1s intended to
maintain one regulatable parameter at a specific level. The
value of the level 1s known beforehand and it is set for a given
system. 411 regulatlon takes place by the principle of deviation

of the parameter belng controlled from the set value.

This approach can be considered to be true in the case, when
all remaining systems of the organism function normally and only
this system itself attempts to compensate for changes taking
place in it. In the case of functioning of the entlre complex of
systems of the organism, change taking place in one of them
simultaneously causes corresponding changes in the remaining ones.
In this case, the entire complex comes to a state of equilibrium
at other values of the parameters being regulated. The principle
of rigld settings proves to be Ilmpractlicable in this case. Thus,
for example, regulation of arterial pressure in an organism is
spoken of [4]. An attempt is pade on this basis to create: an !
artifieial blood circulation apparatus, on the principle of holdling
arterial pressure constant. However, as experlence shows, this

* Numbers in the margin indicate pagination in the foreign text.



qaﬁpérdtus frequently turns out to be unsuitable. On the other
hand, some physiologicalddata are evidence that there are cases,
when pressure regulation in the organism is sacrificed in favor of
supporting some otheriparameter. The case of 1ncrease in
arterial pressure in hypertonic dlseases 1s wldely known, in
which constriction of the vessels does noft permit an adequate
supply of blood to the organism, which leads to inereasing the
work of the heart and simultanecusly causes an increase in
pressure. The same thing takes place in hemorrhages. The pres-
sure remains reduced for a long time, although the organism might
sustain it at the normal level, by means of forced constriction
of the vessels. An example also is known of complete rupture of
the aorta, when the entire lower part of the crganism was sup-
plied by means of numerous connections in the blood clrculation
system, bypassing the aorta. The average arterial pressure of
the patlent was over 250 mm Hg and, nevertheless, the organlsm
adapted to this pressure and functioned normally [5].

Thus, 1t is understandable from this example that any model
of an isolated system describes its activity well in a quite
limited range of change in the parameters. To extend the possi-
billities of use of models of physlological systems, & change has /230
to be made from modeling of isolated systemsi..t{o models describing
their comblned functioning [6].

The discussicn below is precilsely about suchnaccomplex of
physiological systems, associated with blood eirculation [7].
The number of systems included in theccomplex is limited to five
(these systems: lungs, internal and peripheral organs, centrall-
zation and redistribution of blood flow, heart). These five
systems are sufficilient for the complex to be closed. Thecentire
operation of the complex is determlned by one independent variable,
namely, the degree of functional actlvity or, which is the same
thing, the metabollsm level, expressed by the amount of oxygen
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consumed per unit time, in this case. There are two more in-

dependent wvariables'in the complex, which characterize the
external environment. These are the oxygen and carbon dloxide

pressure in the air inhaled.

A model of the complex was assembled 1n an EMU-10 analog
computer, and 1t includes 45 computing amplifiers, 12 multipliers
and three nonlinearity blocks. A block diagram of the set 1s
presented in Fig. 1.
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Fig. 1.

Key: a. Peripheral tlssue system
b. Heartusystem
¢. Lung system
d. Internal organ system
e. Blocod redistributlion system

The model 1s stable over the entire range of physlological
activlty, beginning with the state of rest and ending with condi-
tions of intense stress on the organism. The static ‘



characteristics of the model correspond well to known physiologl-
cal data. Concerning the dynamics, the coincldence can be Judged
here, only on the basis of existing quite scanty .. data in the
literature, such as, for example, the bloexponential nature of the
blood flow recovery curve after severe physical stress [8].

Additional possibilities for improvement of the model and
more exact definitien of it dynamically; . the properties are
discovered by reproduction of several experiments, which are
similar physiologically, using it. The conduct of such experi-
ments also permits determination of the limits of adequacy of the
model to the object. Those described below are among such

experiments.

1. Forced Hypo-:.'and Hyperventilatlon

For comparison of the results of modeling, the data of work
[9] are used; they are presented in Table 1, together with data
obtained with the model. The model experiment was set up in the
following manner. The alveolar ventilation circuit VA was in-
terrupted, and the value of Vp was changed, without regard to the
source of stress. As 1s evident from the comparative table, the
results of modeling colincide well with the results of a physio®
logical experiment.

2. Test with Administration of Arfonad

Arfonad is a pharmacological agent, having a direct vaso-
dilator effect [10]. A single intravenous injection of ity , at a
dose of 0.1-0.2 mg per kg of weight, causes rapid (in 1-2 min},
brief reduction in arterial pressure (of 5-15 min) [11]. In this
case, noticeable changes in the =isminute” - yolume of the heart
are not noted. Curves of change in diastolic and systolic
pressure with administration of various doses of arfonad,

~
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TABLE 1. GAS COMPOSITION OF ARTERIAL BLOOD AT VARIOUS LEVELS
OF ALVEOLAR VENTILATION AND MODELING DATA

Vvaommid o | reoe | rem
B © .| -mm Hg - mm Hg - -
Experiment‘[9] 4 '
f Normal ventilation boaa - e e
"AIVeolarzhypdyeﬁtilation 2.4 ip sl
Alveolar hypérventilation’ T - 13
o oer perventRaarsan o T
 Modéling : ’ a
| Wérmal vemtilaticn . ] 48 | 0.8 w e
Alveéolat Wypoventilation. - . 2.4 . | 0.4 | 82 | 68
“Alveolar hyperventilation | -7z | 1.3 | x| =

illustrating the Little test [12], are represented in Fig. 2a.
A curve of the average arterlial pressure can be plotted from the
results of this test, by the well-known formula [13]

Pp = Pg + 0.43(Pg - Pg).

A test in the model, illustrating arfonad administration, is
conducted iIn the following manner. A voltage from an independent
power supply source, the value of which corresponds to a certain
concentration of arfonad, is supplied fo the input of the peri-
pheral conductivity block‘Yp. In this case, the pressure de-
creases. On the basis of the scales adopted in the modeling
system and the data of Filg. 2a, the voltage at the 1lndependent
power source output is calibrated, corresponding to a certain
amount of arfonad admihistered; in this case, the scale is 20 V/

/1l mg.
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Curves of pressure Pp,
peripheral resistance Yp and
blood flow volume Qy, illus-
trating one-~time administra-
tion of arfonad under rest
conditions are presented in
Fig. 2b (the value of ¥ji
is practically unchanged in
thls case).

The conductivity of

peripheral tissues Yp changes

by four times in this case
and the pressure drops by
36%. The blood flow changes
negligibly (from 5.4 to

6.3 &/min), i.e. by 16.7%.
Fig.
same:test under condlitlons

2¢ corresponds to the

of intense work (equal to
50% of the maximum
possible). The con-
centration of arfionad
there causes an in-
; crease in Yp of 55%
overall and a 19% drop

' 1n average pressure.

,  The minite .-

s O 02 e 16 8 20 tmurg

once, 3.5 mg).

a. Arfonad administration at
single, 3.5 mg); b. mm Hg;
conductivity units;

5 mg; g. t, min

volume is practically
unchanged (3% of the

minute volume
under stressccondi-

Fig. 24

illustrates the change

tions).

In pressure with a
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Fig. 2c. Single administration of ar-
fonad (3.5 mg/min) during intense work.

Key: a. /min; b. @ ; c. Single ad-l
ministration of arfonad (3.5 mg/min)
during intensive work; d. mm Hg;

e. Yp, conductivity units; f. t, min.
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Fig. 2d. Average arterlal pressure vs.
amount of arfonad administered.

Key: @a. Average arterlal pressure vs.
amount of arfonad administered; b. mm
Hg; c¢. e mgsid. &, min

single administration
of various doses of
arfonad. The non-
linear dependence of
pressure on arfonad
concentration is seen
well in this figure:s
with increase 1n arfonad
dose to a value of

h-%5 mg, saturation
takes place, so that
further increase in
concentration in the
blood does not lead to
a correspending reduc-

tion in pressure.

3. Modeling Test of
Isolated Perfusion
of Caroctid Sinus

The carotid sinus

1s the name of a com-
plex nerve formation,
located 1n the area of
branching of the cémmon
carotid artery into

the outer and inner
ones, and it is 1in-
tended for reflex

regulation of blood circulation. Normally, when the carotid sinus

is included 1In the blood circulation, the pressure in it is

approximately 100-120 mm Hg. If the region of the carotid sinus

is isolated from the common vascular circulatory system and it 1is

perfused separately, preserving the normal nerve connections in
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this case, the effect of these connections on the organism can be
traced. When the pressure in the region pefrfused is maintalined at
a level of 100-120 mm Hg, the carotid sinus has no effect. With
an increase in pressure in the carotid sinus reglon, the pressure
in the common circulatory system decreases and, wlth a decrease,
increases [14], having a characteristic bend, whieh, in our
opinion, 1s determined by the limited capacity of the heart to
perform increased work under conditions:.of severe hypertonia.

This experiment:iwas per-
formed in the model in the
4 following manner. The pressure
' dm 7‘h in the region of perfusion of
_— the carotld sinus was supplied
1o | from an independent voltage
o source, the output of which was

vt connected, with appropriate

| ml.‘k‘- RS TUU I coefficients, to the inputs of
S B AL PL the amplifiers simulating Q3

Fig. 3. and Yy. The value of Qi and Qp

Key: a. mm Hg; b. Pag are determined directly in this

case by Y3, ¥p and Py in the
organism (the subsecripts 1 and p
refer to the internal organs and peripheral tissues, respectively).

The results of the model and physiédogical curves are re-
presented in Fig. 3. It must be noted here that such an experi-
ment is considerably more complicated in practice, since, besldes
the carotid sinus reflex, there are several other mechanisms
affecting the trend of the pressure curve, and there also is
another series of baroreceptor areas. In our case, all baro-
receptor areas were combined into one, as it were, and possible
other mechanisms were not taken into account. As a result,



a static dependence is obtained, which deces not change in the model,

however long the experiment.

4, Effect of Different Methods of Regulatlon of an Artificilal
Heart

A natural heart in an intact organism reacts finely to all
changes assoclated wlth the constantly changing metabolle require-
ments of the organism. An algorithm of thils control still has
not been completely elucidated [15]. It 1s only known that both
neural and hormonal mechanisms partlclipate in regulation of
cardiac agctivity. In the model being considered, the nerve con-
nections are simulated by the combined baroreceptor block and the
chemoreceptor btlock in the tlssues, and the hormonal ones, by
the arterlal concentration of lncompletely oxidized products block.

In modeling the working of an artificial heart, duplicating
of the natural working mechanisms of the blological heartiis not
possible. Therefore, other methods are sought for control cof
the artificial heart [16]. Such methods can be tested, by in-
cluding an artificial heart in the.model. The simplest control
algorithm, of the type Q@ = a{zj° By, was chosen 1n this experiment.
The fellowlng parameters were selected as the controlling signals:
arterlial concentration of incompletely oxidized products of
metabolisdm, tissue concentration of these same products, alvecolar
ventilation and average arterial pressure. The values of co-
efflcients ay and By are presented in Table 2.

Algorithms 1-3 are stable over the entire range of func-
tional activity of the organism. Algorithm 4 proved to be stable
only in a limited range (blood flow 4.5-8 %/min).

Algorithms 1 and 2 provided the closest to the initial flow
of processes in the complex; however, direct use of concentration

~
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| Control ;‘". - o !
| No. | algorithm : 2 . 3

1 [ Qp=2Cp: 8 | 3, =0457 o/min mgh) 8, - —O048 y/min

2 Q:'.=ia0’p:‘- 8. | % --0,183. 2/min mgd 3, =267 L/min-

3 1Q5-- 'z,,l";.;.l;g?'. 1y <0063 0 0|3 <2 2'/mi“

4 Qx :P"j" . ‘1,,’ 5 ’p 3 .,—, ’ 7.
: ) =000 2/miin mm Hg

¢

of incompletely oxidized products of metabolism in both the

tissue and in the bloocd meets with procedural difficulties. There-
fore, it is advisable to attempt to discover some. parameters,
indirectly connected with change in these products and accessible

for measurement.

Algorithm 3 alsco provides adequacy of blood circulation in
all steady~state modes. However, in this case, the rate of es-
tablishment of the blood flow will be determined by the time
constant of establishment of respiration, which is 3-4 times
greater than 1n the blood circulation system. Moreover, fluctu-
ating pressures are observed 1in the system during the transition
process. It is interesting to note that this algorithm corres-
ponds to that proposed in work [16],i.to some extent.

Conclusions

The results of the first tests on a model complex of inter-
connected physicloglcal systems are reported in the paper. The
purpose of reproducing simllar experiments 1n the model 1s

10



determination of the limits of its usabillty and adequacy, as well
as more precise definlition of those of 1ts parameters, which
cannot be determined without these experiments. In part, such
experiments can already find practical use. This concerns, in
particular, modeling of algorlthms of artiflclal heart control,
the simplest of which were dlscussed in this work.

11



10.
11.
12.

13.

iz

REFERENCES

Modelirovaniye v biologii [Modeling in Biologyl, collection /235
of articles edited by N.A. Bernshteyn, Moscow, "IL" Press,
1963.

Milstm, Dzh., Analiz biologicheskikh sistem upravlenilya
[Analysis of Biological Control Systems], Moscow, "Mir"
Press, 1968.

Teoreticheskaya 1 matematicheskaya biologiya [Theoretical and
VMathematical Biology], Moscow, "Mir" Press, 1968.

Grodinz, F., Teoriya reguldirovaniya i biologicheskiye sistemy
[Theory of Regulatlon and Biological Systems], Moscow,
"Mir" Press, 1966.

N

Shik, L.L., "Oxygen requirement in blood circulation," in the
collection Kislorodnyy rezhim organizma 1 ego regulirovaniye
[The Oxygen Regime of the Organism and Its Regulation],
Kiev, "Naukova dumka" Press, 1966.

Petrovskiy, B.V. et al., "The problem of automatic control
of an artificlal heart and mathematical modeling,"
Khirurgiva (12) (1968).

Dartau, L.A."'et al., "Modeling energy homeostasis," .in the
collectlon Nekotoryye problemy biokibernetiki, primeneniye
"elektroniki™v blologil 1 meditsine (frudy seminara)” -
{Problems -in Biocybernetics, Use of Electroniés in
Biglogy and Medicine (Proceedings of a Seminar)], Kiev,
19696,

Vinogradov, M.I., Fizlologiya trudovykh protsessov [Physiology
of Work Processes], Moscow, "Meditsina®™ Press, 1966.

Navratil, M. et al., Patofizlologiya dykhaniya [Pathophysi-
ology of Respiration], Moscow, "Meditsina® Press, 1967.

Zharov, I.S., Obshcheye obezbolivaniye v khirurgii [General
Anesthesia iIn surgery], Moscow," Medgiz" Press, 1959.

Cadove, M.S., "Controlled hypotensia. A study of arfonad
(RO2-222),"Anaesthesia- 8, 175 (1953).

Little, D., Upravlyaemaya glpotoniya v khirurgii [Control-
lable Hypotonia in Surgery)], Moscow, "Medglz" Press, 1961.

Karpman, V.A., "Methods of study of systolic and

[Modern Methods of Study of Cardiovascular System Func-
tions], Moscow, "Medgiz" Press, 1963.



14. Sarnoff, S.I., Gilmore, I.P. et al., "Regulation of ventricu-

lar contraction by the carotid sinus,™ Circ. Res. 8,
1123 (1960).

15. Warner, H..P., "Methods of study of circulatory system,

using computers," in the collection Vychislitel'nyye

ustroystva v blologil 1 meditsine [Computers in Biology
and Medicine], Moscow, "Mir" Press, 1967.

16. Xrasner, Dzh.L. et al., "Cybernetic aspects of the mechanisms
of physiological regulation of an artificial heart,"

Chelovek i avtomaticheskiye sistemy [Bioelectric Control:
Man and Automatic Systems ], Moscow, "Nauka" Press, 1970.

13



